[System of rapid automatic digital recording of cerebrospinal fluid pressure].
The authors describe a system for rapid digital automatic recording of cerebrospinal fluid pressure. The results are recorded in numerical form by a recorder. Owing to this quantitative expression of results the subjective evaluation of analog curves is avoided. The system may be used also to measure other slowly changing physiological processes.